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PC-Based Diagnostic Audiometer Using Sound Card and Serial Port.
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Abstract:
The degree of hearing loss can be determined by audiometry, which measure a person’s hearing sensitivity. The instrument developed for carrying out such audiometric test is known as audiometer. The objective of this project has been to develop a prototype of a PC based Audiometer which operates over full frequency range (125 Hz to 8000 Hz) and with different levels of attenuation chosen by the user. The response of the subject is then collected and registered on the PC using RS232 and frequency response is plotted.
